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To the editor
A recently published series of articles in the International 
Neurourology Journal elegantly presented the current trends in 
Smart Health. In particular, 3 articles by Taeg-Keun Whangbo 
and colleagues [1,2] and Kang et al. [3] summarized how close 
we are to making personalized technology-based healthcare a 
reality in the clinical setting. Given that the authors provided an 
overview of the current applications of newly emerging tech-
nologies, we thought about how they could be utilized for diag-
nosing and monitoring nonfatal bladder diseases, such as inter-
stitial cystitis (IC). Because of its unknown etiology and symp-
tomatic manifestation as urinary discomfort in the absence of 
other causes, diagnosing IC is dependent on clinical parame-
ters, such as pain, urinary urgency, and frequency. Additionally, 
due to the lack of proper conventional markers, diagnosis in-
volves traditional urinalysis, urine culture, cystoscopy, bladder 
biopsy, and bladder hydro-distention. IC can cause a multitude 
of symptoms that have a negative impact on sexual activity and 
quality of life. The most significantly reported concern is chron-
ic pelvic pain [4], which can also create sexual dysfunctions. Al-
though the financial and personal burden of IC is extensive on 
the American public [5], there is still no clear diagnostic test for 
IC. Although our own group and several other laboratories 
have identified a series of IC urinary biomarkers, it is still un-
known whether they would be clinically useful. Expanding use 

of this knowledge is costly and complexity of conventional ana-
lytic platforms, such as mass spectrometry, is hard to imple-
ment clinically.
 Evaluating the impact duration, severity, pain localization, 
anxiety, and depression related to bladder dysfunctions may 
help identity risk factors. In addition to our own laboratory, 
many scientists have focused on developing biomarkers specific 
to each urological disease using biospecimens, such as tissue, 
blood, or other bodily fluids. Molecular biomarkers are widely 
accepted as a useful resource for prognoses and treatment re-
sponse monitoring. Most importantly, accurate real-time moni-
toring of biomarkers may be immensely helpful for disease pre-
vention, early diagnosing, and incidence rate reduction. Active 
oversight of biomarkers could be implemented using bio/
chemical sensors, which are analytical devices designed to de-
tect biological or physiochemical markers, that can also be inte-
grated with other smart health monitoring devices that sync 
wirelessly with smartphones. This data can be collected, stored, 
and analyzed in a shared cloud environment between patients 
and physicians. In order for such internet of biosensors to be 
successful in the clinical setting, they need to be portable, rapid, 
and cost-effective. For particularly efficient application in urol-
ogy, effort should be focused on developing next generations of 
highly sensitive diagnostic biosensors that are portable, user-
friendly, and low cost. 
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 Biosensors are analytical devices that can selectively detect 
and quantitatively measure analytes interacting with biological 
elements, such as tissues, microorganisms, antibodies, and nu-
cleic acids. Biosensors consist of receptor-functionalized sensing 
materials that react to analytes and transducers that can convert 
biological responses into electrical signals. It is integrated with 
electronic circuits to readout and process signals, including am-
plifying, filtering, digitizing, analyzing, interfacing, transmitting, 
and displaying. The readout circuits are typically implemented 
with an operational amplifier, an analog-to-digital converter, a 
microcontroller, and a communication device. The types of bio-
sensors can be categorized based on their detection mecha-
nisms, such as electrochemical, thermal, electrical, magnetic, 
optical, and piezoelectric. Among these biosensors, electro-
chemical sensors are the most versatile, portable, and highly de-
veloped (approximately 58% of all chemical sensors) in the mar-
ket.  Prime examples of commercially available portable and 
easy-to-use electrochemical analyzers include glucose meters 
and portable blood analyzer (e.g., i-Stat Blood Chemistry Ana-
lyzer, Abbott, Princeton, NJ, USA), which have clearly demon-
strated their ability to cost-effectively detect multiple analytes 
from small sample volumes. Like blood chemistry analyzers, 
high density electrochemical sensor arrays can be developed to  
accurately identify and quantify IC biomarkers from urine.
 In addition to the development of portable analyzers for bio-
logical fluids, there has been rapid developments in gas sensor 
technology to mimic the human olfactory system to identify 
and quantify various gases (odors). This artificial olfactory sys-
tem (e-nose) simulates the different stages of the human olfac-
tory system, including sampling and filtering gaseous molecule. 
Using artificial gas sensors that odor molecules can react with, 
these sensors can then amplify and treat signal responses. Inte-
grated artificial intelligence and web-based knowledge systems 
can evaluate key information to finally recognize the odor. Such 
devices could have a significant role in the early diagnosis and 
detection of IC by analyzing odors from urine samples. 
 Research and development related to mobile health devices 
will provide a game-changer in Smart Health and the future 
healthcare industry. Smart hospitals supported by computers, 
wireless network-based information, and communication tech-
nology are now rapidly evolving for more personalized care and 
electronic management of clinical records. As innovative think-
ers, how can we apply biosensor technologies for medical diag-

nostics and health monitoring, particularly in urological care? 
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